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Contract  F61775-99-WE039 

Laser  with  Wavelength  0.589  )a.m  (“Sodium  Wavelength  Laser”) 

Final  Report 

Nikolay  IFichev,  General  Physics  Institute,  Moscow,  Russia 


Summary 

Continuous  wave  operation  of  a  LiF:  F2  laser  with  rotating  active  element  with  output  power 
270  mW  at  pump  power  9  W  at  wavelength  of  generation  1.15  pm  was  obtained. 

Theoretically  investigated  spectral  characteristics  of  a  Fabry-Perot  interferometer  with 
grating  as  one  of  its  mirror.  It  was  shown  that  implementation  of  this  interferometer  as  output 

mirror  of  a  tuned  LiF:F2  laser  gives  a  possibility  to  obtain  narrow  width  (less  than  0.1  cm  *) 
spectrum  of  the  laser  radiation. 

Suggested  scheme  of  spectral  selection  was  tested  experimentally  and  spectral  width  of 
radiation  less  than  0.1  cm  *  was  obtained.  Frequency  stability  of  radiation  was  better  than  O.lcm  * 
during  20  minutes  of  lasing.  This  experimental  data  show  that  the  scheme  of  spectral  selection  is 
workable  in  principal. 

Future  Directions 

Possible  ways  for  further  improvement  of  the  LiF:F2  laser  performance. 

1.  Perfection  of  the  spectral  selection  scheme. 

1.1.  Optimisation  of  its  mirror  reflectivity  from  the  point  of  view  of  the  laser  efficiency 
and  spectral  selectivity; 

1.2.  Experimental  determination  of  parameters  of  the  spectral  selection  elements 
(telescope,  grating,  and  optical  wedges)  to  obtain  needed  spectral  purity  of  the  laser 
radiation; 

1.3.  Development  of  electronic  and  optical  parts  of  the  scheme  to  monitor  wavelength  of 
radiation; 

1.4.  Development  of  stable  mechanical  construction  of  the  laser. 

2.  Raising  of  output  power  of  the  LiF:F2  laser. 

To  have  higher  output  power  in  our  construction  it  is  necessary  to  raise  the  pump  power. 
Estimations  show  that  in  our  construction  at  100  -  200  W  pumping  power  (at  wavelength 
1.064  |im,  and  with  divergence  close  to  diffraction  limited)  it  is  possible  to  obtain  output 
power  20  -  50  W. 

3.  Implementation  of  laser  diodes  as  pump  source  for  the  LiF:F2  laser. 

Choosing  of  pumping  radiation  wavelength  at  peak  of  absorption  F2  cc  gives  the 
possibility  to  have  length  of  the  LiF  crystal  smaller  at  the  same  concentration  of  the  cc,  and 
to  have  lower  level  of  passive  losses  at  wavelength  of  generation  which  in  turn  leads  to 
higher  efficiency  of  laser  generation. 
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1.  Development  of  a  rotating  LiF  active  element  construction. 

To  obtain  high  power  (50  -  100  W)  output  radiation  from  LiF:F2  cc  laser  at  laser  pumping  it 

is  necessary  to  find  technical  solution  of  heat  removing  from  LiF  active  element  (AE).  It  was 
suggested  earlier  [1,  2]  that  rotation  of  AEis  possible  solution  of  the  problem. 

Important  requirement  to  construction  of  rotating  AE  is  that  the  LiF  rotation  should  not 
misalign  the  laser  resonator.  There  are  two  main  causes  of  misalignment  due  to  LiF  rotation:  a) 
optical  wedge  in  the  active  element,  and  b)  possible  angle  between  perpendicular  to  optical 
surface  of  LiF  and  axis  of  rotation.  The  a)  cause  can  be  solved  at  a  stage  of  manufacturing  of  the 
LiF  and  b)  can  be  solved  by  an  appropriate  construction  of  LiF  holder. 

In  Fig.  1  there  is  draft  of  the  LiF  active  element,  which  was  implemented  in  LiF:F2  -  laser. 
Pure  LiF  (without  colour  centres)  was  used  at  the  stage  of  manufacturing.  Colour  centres  in 
polished  LiF  were  done  by  y  -  irradiation  of  the  crystal.  Our  crystal  had  initial  transmission  at 
wavelength  1.064  pm-  50  %  and  transmission  at  wavelength  1.18  pm  -  86  %,  crystal  length  was 
28  ram.  The  crystal  was  not  AR  coated. 

In  Fig.  2  there  is  layout  of  mechanical  parts  of  LiF  rotation  scheme.  Steel  axis  is  resting  and 
all  other  parts  are  rotating  in  two  ball-bearings.  Three  screws  aligned  attitude  of  the 
perpendicular  to  optical  surfaces  of  the  LiF  with  respect  to  axis  of  rotation  as  it  is  shown  in  Fig. 

2.  Sheet  rubber  gave  needed  flexibility  for  it  (see  Fig.  2). 

In  Fig.  3  there  is  kinematic  scheme  of  LiF  rotation. 

2.  Generation  characteristics  of  a  LiF:  F2  laser  with  rotating  AE. 

The  cw  LiF:F2  laser  with  rotating  active  element  was  put  into  operation  at  pumping  by  cw 
YAG:Nd  laser.  Construction  of  a  rotating  LiF:F2  active  element  mount  is  described  above.  The 
LiF  crystal  had  initial  transmission  at  wavelength  1.064  pm  50  %  and  transmission  at 
wavelength  1.18  pm  -  86  %,  crystal  length  was  28  mm.  The  crystal  was  not  AR  coated.  Scheme 
of  the  colour  centre  laser  resonator  is  presented  in  Fig.  4. 1  and  4  are  the  resonator  mirrors. 
Parameters  of  the  mirrors  are:  1  -  radius  of  curvature  6.5  cm,  reflectivity  at  1.15  -1.19  pm  is 
99%,  transmission  at  wavelength  1.064  pm  is  70%,  2  -  radius  of  curvature  500  cm,  reflectivity  at 
1.15  pm  is  95%,  reflectivity  at  wavelength  1.064  pm  is  about  95%.  Pump  radiation  passed 

through  mirror  1  and  illuminated  LiF:F2  the  crystal  2.  There  is  a  lens  3  inside  the  resonator. 
Focal  length  of  the  lens  is  20  cm.  The  resonator  length  is  250  cm,  distance  between  mirror  1  and 
lens  is  27.5  cm.  Resonator  scheme  was  chosen  in  a  such  a  way  that  the  resonator  parameters 
would  be  not  sensitive  to  the  focal  length  of  a  thermal  lens  inside  the  LiF,  which  is  due  to 
heating  of  the  active  element  under  pump  radiation.  There  is  calculated  TEMoo  -  mode  diameter 
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near  the  middle  of  the  active  element  as  function  of  co-ordinate  along  optical  axis  of  the 
resonator  for  different  focal  lengths  of  the  lens  in  Fig.  5.  One  can  see  that  mode  diameter 


depends  on  focal  length  of  lens  weakly  if  lens  force  is  less  than 


_1_ 

/ 


<  20  diopters. 


There  is  experimental  dependence  of  output  power  of  the  cw  LiF-.Fa  -  laser  with  rotating 
active  element  as  function  of  input  power  in  Fig.  6.  Input  power  was  measured  at  input  face  of 
the  LiF:F2  -  crystal.  Pumping  laser  was  a  cw  YAG:Nd  laser  with  output  power  about  20  W. 
Only  half  of  this  power  was  available  for  pumping  of  the  LiF:F2  -  crystal  because  transmission 
of  mirror  1  (see  Fig.  4)  at  1.064  |im  was  70  %  and  matching  lenses  (are  not  shown  in  Fig.  4) 
were  not  AR  coated.  Rotation  frequency  was  2-3  Hz.  Pump  power  threshold  was  4.2  W,  slope 
efficiency  5.7%.  Output  power  270  mW  was  obtained  at  pump  power  9  W.  Wavelength  of 
generation  was  1.15  pm.  Outer  surface  of  the  active  element  was  cooled  by  evaporating  of 
alcohol  from  the  surface.  If  rotation  of  the  active  element  is  stopped  then  the  laser  oscillation  is 

ceased  during  time  less  than  one  second.  LiF:F2  -  laser  generation  at  pumping  by  chopped  cw 
YAG:Nd  laser  was  reported  in  [3].  Authors  of  this  work  observed  ceasing  of  generation  if 
pumping  beam  was  not  chopped  and  beginning  of  generation  if  at  this  time  the  liF  crystal  was 
moved.  Quenching  of  generation  in  [3]  was  explained  by  thermooptical  distortions  of  the  laser 
resonator  due  to  heating  of  the  LiF  crystal  under  pump  radiation.  Here  we  report  the  first 

observation  of  high  power  cw  LiF.Fz  -  laser  generation. 


3.  Theoretical  study  of  ways  to  obtain  and  stabilise  frequency  of  LiF:F2  -  laser. 

This  part  of  the  present  report  is  concerned  with  theoretical  study  of  spectral  selection  in  a 

LiF:F2  laser.  The  aim  is  the  suggestion  of  particular  technical  solution  for  the  laser.  Full  revue  of 
methods  of  spectral  selection  and  frequency  tuning  exceeds  the  limits  of  our  consideration.  This 
is  the  reason  why  some  methods  of  spectral  selection  (anisotropic  filters  for  example)  are  not 
discussed  here. 

By  the  technical  requirements  it  is  necessary  to  have  3  GHz  at  wavelength  0.589  |xm  after 
SHG  process,  which  corresponds  to  about  1.5  GHz  (zlvt:0.05  cm’*)  at  wavelength  >^=1.178  |xm 
( Vo=l//^=8489  cm’*).  In  [3]  we  obtained  experimentally  that  spectral  width  of  the  laser 
generation  was  about  30  cm  *  with  two  glass  prisms  as  spectral  selection  element.  This  value  is 
far  from  needed  but  it  is  useful  because  it  forms  some  requirements  to  spectral  selection  element. 
Fabry-Perot  interferometer  (FPI)  and  grating  are  discussed  below. 

Fabry-Perot  interferometer 
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There  are  two  usual  ways  of  implementation  FPL  The  first  one  is  when  FPI  is  output  mirror 
of  a  laser  and  the  second  one  is  when  FPI  is  placed  inside  a  laser  resonator  and  frequency 
dependent  losses  are  due  to  frequency  dependent  transmission  of  a  FPL  In  the  last  case  the 
interferometer  should  be  inclined  with  respect  to  resonator  optical  axis  so  that  reflected  beam 
goes  out  from  the  resonator.  In  the  first  method  FPI  has  two  functions  simultaneously:  as  output 
mirror  and  spectral  selection  element.  These  two  functions  have  requirements  that  can  in 
principle  contradict  each  other.  So  we  discuss  here  internal  resonator  FPI  only.  Transmission  T 
of  a  FPI  depends  on  reflectivity  of  its  mirrors  R\  and  /?2.  and  distance  (interferometer  base) 
between  mirrors  d 

1  +  i?i  •  i?2  “  2  •  •  cos(2  •  (p) 

where  (p  -  2-n -v  ■  d- cos(0) ,  v  =  —  ,d-  interferometer  base,  X  -  wavelength  of  radiation,  9- 

A 

angle  between  perpendicular  to  FPI  mirrors  and  wave  vector  of  the  incident  light.  This 
expression  for  R\=R2  can  be  found  in  [4],  Let  us  estimate  d  and  reflectivity  of  FPI  mirrors  R\  and 
/?2  to  have  spectrum  generation  width  0.05  -  0.1  cm'\  The  base  of  FPI  should  be  at  least 
i/<l/2^Vg=100  pm  at  211/5=50  cm'^  because  width  of  a  LiF:F2  laser  generation  spectrum  is  30 
cm'^  (see  above)  and  frequency  separation  of  orders  of  interference  should  be  more  than  this 
value  with  some  margin  of  safety.  Let  us  estimate  FPI  parameters  requirements  specifications.  If 
d=94.24  pm,  i?i=/?2=90%  then  from  (1)  it  is  easy  to  obtain  frequency  width  of  FPI  transmission 
per  two  passes:  FWHM=L14  cm'\  For  rough  estimation  of  generation  spectrum  width  one  can 
take  10  double  passes  of  radiation  through  FPL  This  gives  us  0.3  cm‘\  For  lower  reflectivity  of 
FPI  mirrors  FWHM  is  higher  (for  example  FWHM=4  cm’*  at  R\=R2=10%).  Transmission  of  FPI 
at  maximum  depends  on  ratio  between  R\  and  R2.  If  i?i=/?2  then  r=100%  and  for  /?i=89%  and 
/?2=91%  T=91.S%.  This  estimation  shows  that  at  high  reflectivity  of  a  FPI  mirrors  (R  =90%) 
accuracy  of  mirrors  reflectivity  manufacturing  becomes  strict.  So  technically  it  is  difficult  to 
obtain  spectrum  width  0.05  -  0.1  cm'*  with  the  help  only  one  FPL  With  two  or  more  FPI  with 
different  values  of  d  it  is  possible  to  solve  the  problem  but  the  new  problem  arises  the  problem  of 
controlling  of  these  interferometers  bases.  We  suppose  that  the  development  of  reliable  spectrum 
selecting  system  on  the  base  only  internal  resonator  FPI  is  rather  difficult  task. 

Grating  as  a  spectral  selector 

It  is  known  that  implementation  of  internal  resonator  grating  is  the  safe  way  to  solve  the 
problem  (see  for  example  [6, 7]).  The  main  disadvantage  is  the  high  level  of  internal  resonator 
losses  due  to  reflection  of  radiation  in  different  orders  of  diffraction.  It  should  be  mention  here 

that  the  cw  LiF:F2  laser  is  sensitive  to  internal  resonator  losses  (see  above).  To  overcome  the 
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problem  of  high  losses  we  suggest  here  to  use  as  output  mirror  an  interferometer  Fabry-Perot 
with  grating  as  one  mirror  (FPIG).  In  Fig.  7  there  is  a  scheme  of  this  interferometer;  1  is  a  mirror 
with  reflectivity  /?i,  2  is  a  grating  with  reflectivity  R2,  3  is  an  additional  mirror  with  reflectivity 
Rj  to  let  a  radiation  go  out  from  the  interferometer.  The  grating  works  at  autocollimation  mode 
of  operation  and  reflects  an  incident  radiation  at  needed  frequency  back.  It  is  possible  to  obtain 
expression  for  amplitude  reflectivity  r  of  this  interferometer  for  plane  wave 

-  -^1 +^2 -^3  •exp(2-f-^)  ^2) 

l-r,  Tj  •i?3-exp(2-/-^))’ 

where  r\  and  ri  is  amplitude  reflectivity  (relation  between  electric  fields  of  reflected  and  incident 
waves)  of  mirror  1  and  grating  accordingly  (i?i=|rif,  i?2=|^2f  ,  d  is  distance  between 

mirrors  1  and  2  along  axis  of  FPIG.  The  distances  from  mirror  1  and  opposite  ends  of  the  grating 
are  different  because  the  grating  is  inclined.  We  choose  d  as  distance  to  the  middle  of  the  grating. 
This  statement  follows  from  the  next  expression  (3)  below.  Amplitude  reflectivity  of  a  grating  at 
autocollimation  mode  of  operation  for  plane  wave  can  be  found  with  the  help  of  expressions 
from  [4]  and  [5] 

V 

sin(;r - N  -m) 

^2=V^ - ^ - exp(z-;r-  — -(A/^-l)-/??).  (3) 

N  •  sin(;r  •  —  ■m) 

^0 

N  is  number  of  grooves  of  illuminated  part  of  grating  {N=Lg,  L  is  length  and  g  is  number  of 
grooves  per  unit  of  length),  vand  Vo  are  frequency  and  working  frequency  of  radiation,  m  is 
order  of  diffraction,  /?2o  is  reflectivity  of  grating  at  working  order  of  diffraction.  It  is  assumed 
that  angle  of  incidence  for  all  frequencies  is  6o\  reflected  radiation  goes  back;  condition 
2  •  sin(0o  )-2-7t -v^  •  a  =  2-7i -m  (a  is  period  of  grating)  is  fulfilled.  At  these  conditions 

expression  (3)  presents  reflectivity  as  function  of  frequency  when  reflected  radiation  at  different 
frequencies  goes  in  one  direction  (back).  In  Fig.  8  there  is  reflectivity  at  frequencies  of  maximum 
FPIG  reflectivity.  These  frequencies  correspond  to  orders  of  interference  of  the  interferometer. 
Numeric  parameters  for  calculation  are  the  next:  /?i=80%,  2?20=60%,  7?3=30%,  L=5  cm,  g=600 
grooves/mm,  m=l,  d-25Q  cm.  Exact  value  of  d  is  not  important  until  d»llAv,  zlvis  frequency 
width  of  the  interferometer. 

Output  radiation  intensity  lout  is  connected  with  input  one  /,„  (see  Fig.  7):  louf=Touihn-  From 
(2)  at  frequencies  where  reflection  coefficient  of  FPIG  is  maximum  {Rma>d  one  can  find  Tout 

T  {\-R,)■{\-R^) 

\  +  R,-R^-Rl+2-^R,-R^  R,  ' 


(4) 
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FPIG  possesses  some  losses  that  are  immanent  feature  of  the  interferometer.  One  part  of 
these  losses  is  connected  with  reflection  of  light  by  grating  into  different  orders.  Other  part  is  due 
to  passing  of  radiation  through  mirror  3  (see  Fig.  7)  at  some  angle  to  output  direction.  For 
estimation  of  value  of  these  losses  let  us  present  FPIG  as  a  system  with  effective  reflection 
coefficient  Rmax  and  passive  filter,  that  is  placed  after  this  mirror.  This  model  is  useful  for 
estimation  of  efficiency  of  a  laser  with  FPIG  as  output  mirror.  Effective  transmission  Teff  of  this 
filter  is 


(5) 


There  is  T^^as  function  of  frequency  in  Fig.  9.  Parameters  of  FPIG  are  the  same  as  for  the 
curve  in  Fig.  8.  One  can  see  from  Fig.  9  that  transmission  of  this  imaginary  filter  is  70  %  -  74  % 
and  only  about  30  %  are  lost.  This  value  is  not  high  and  after  all  we  should  to  remember  that 
threshold  is  higher  when  a  grating  is  placed  inside  the  resonator  with  usual  output  mirror  instead 
of  FPIG. 


Frequency  of  LiFiFi  laser  output  radiation  depends  on  not  only  frequency  characteristics  of 
the  laser  resonator.  It  depends  on  frequency  characteristics  of  amplification  and  absorption 

coefficients  of  F2  colour  centres  in  LiF  too.  It  is  possible  that  for  some  frequency  threshold  is 
lower  than  for  working  one.  Let  us  calculate  threshold  of  a  LiF:F2  laser  with  frequency 
dependent  losses  in  the  frequency  region  where  generation  is  possible.  Let  us  denote  cra(v)  and 
<7e(v)  absorption  and  emission  cross-sections  of  laser  transition,  Ni  and  N2  population  density 
(number  of  particles  per  cm^)  of  lower  and  upper  laser  states,  N(^Ni+N2  ,  No  is  density  of  colour 
centres.  For  amplification  coefficient  we  have 

a(y)  =  (7^(v)  •  Nj  -  (^ai^)  ■  +  ^a(yy)  ‘  ^2  ~  ‘  ^0  ■  Threshold  condition  is 

a(v)  ■2-1  =  x(y) .  where  xi^)  internal  resonator  losses,  /  is  a  length  of  LiF  active  element 
(AE).  Pump  power  threshold  is  proportional  to  N2.  From  this  and  previous  equation  we  find  N2: 


N2{y)  =  /--- . 7-K(v)  •  N,  + 

0-e(V)  +  <T^(V) 


zjy) 

2-1 


) .  Absorption  coefficient  at  pump  frequency  Vp  is 


,  Tp  is  initial  transmission  of  AE.  We  can  find  No  from  (v^)  =  cr^  (v^)  •  Nq  . 


Combining  all  these  equations  we  find  ratio  of  thresholds  at  frequency  v  and  at  working 
frequency  Vo: 
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Yiv) 


^  iV^Cv)  ^a,(Vo)  +  cT^(Vo)  (ygi^p) 

NM  a^y)  +  ^T,(v)  .  2 . in(i-)  +  ;^(v„) 

(^a(yp)  T. 


(6) 


We  estimate  cross  sections  with  the  help  of  data  from  [8]  (v)  =  <7^^  •  exp(H 


V  y 


), 


o-,(v)  =  <T,„  -expH 


\  J 


) ,  where  4j=825  cm'\  ^1^=800  cm'\  cra;„=7.9 10'^^  cm^, 


cram=7.7  lO'^^  cm^,  1^^=8850  cm  '  (/le=1.13  nm),  Va=10417  cm  '  ,  (/ia=0.96  p.m). 


In  Fig.  10  (a)  there  is  relative  threshold  of  a  LiF:F2  laser  as  function  of  wavelength  with 
FPIG  as  output  mirror,  calculated  with  help  of  (6)  at  wavelength  in  the  range  1.1  -  1.2  pm. 
Grating  of  FPI  is  aligned  at  wavelength  /^=  1.1 78  pm  and  parameters  of  FPIG  are  presented 
above,  initial  Pansmission  of  LiF:F2  at  wavelength  /^=1.06  pm  is  Tp=50  %.  From  Fig.  10  (a) 
one  can  see  that  at  wavelength  close  to  1.15  pm  threshold  is  only  8  %  higher  than  at  1.178  pm. 
This  is  not  safe  because  if  pump  power  is  not  stable  transient  phenomena  may  occur  and  at  some 
conditions  generation  close  at  1.15  pm  wavelength  becomes  possible.  Some  additional  selector  is 
necessary  to  change  this  situation.  For  example  additional  interferometer  Fabry-Perot  with  short 
base  d  may  be  placed  inside  this  laser  resonator  (between  FPIG  and  rear  mirror  of  the  resonator). 
Total  internal  resonator  losses  in  this  case  can  be  found  with  the  help  of  expression 

J(v)  =  z0  +  ln(|)  +  21n(i),  (7) 

where  R  is  found  from  (2)  (/?=|rf )  at  frequencies  where  reflectivity  is  maximum,  T  is  found  from 
(1)  at  frequencies  where  transmission  is  maximum,  Xo  presents  summarised  losses  due  to  passive 
absorption  in  LiF  AE,  diffraction  losses  and  so  on.  Result  of  calculation  is  shown  in  Fig.  10. 
Parameters  of  additional  FPI  are:  J=5.981  pm  (dcos(0)=5  Ao)  ^10°  and  mirrors  are  glass  plates 
without  coating  (/?/=/?2=4.3  %).  It  is  assumed  in  calculation  that  Zci=^-^- 

In  Fig.  1 1  there  is  presented  principal  optical  scheme  of  a  LiF:F2  laser  resonator  with 
spectral  selection:  1  is  resonator  mirror,  mirrors  3, 4  and  grating  7  form  PT’IG,  2  is  FPI 
interferometer  with  short  base  for  rough  wavelength  tuning,  5  is  two  optical  wedges  compensator 
for  precise  alignment  of  angle  of  incidence  on  grating,  6  is  telescope  with  magnification  5*  -  lO’^. 
Output  radiation  is  showed  by  arrow.  Precise  tuning  at  the  working  wavelength  can  be  done  by 
rotating  of  the  grating.  But  there  is  some  technical  problem.  The  tuning  accuracy  is  about  0.1  cm' 
',  so  the  accuracy  of  the  angle  of  grating  rotation  should  be  about  10  ^  rad  (this  follows  from 
condition  Vsin(6)=Vo  sin(6b)=const.).  This  is  small  value  and  direct  rotation  of  grating  with  this 
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accuracy  is  difficult  to  realise  technically.  Implementation  of  two  optical  wedges  that  are  rotated 
around  optical  axis  in  opposite  directions  gives  an  easy  and  simple  solution.  Let  us  estimate 
feasibility  of  this  compensator.  Let  it  to  be  that  in  initial  position  two  optical  wedges  are  situated 
so  that  there  is  no  deviation  of  propagation  direction  of  light  beam  after  passing  through  these 
wedges.  If  we  rotate  these  wedges  in  opposite  directions  on  angle  90  degrees  then  angle  between 
input  and  output  beams  will  be  at  maximum  (or  minimum).  If  angle  of  one  glass  wedge 
(refractive  index  1.5)  is  3’  then  rotation  on  1  degree  causes  change  of  output  beam  angle  about 
10'^  rad.  If  one  take  into  account  that  there  is  telescope  with  magnification  5*  -  10*  between 
optical  compensator  and  grating  (see  Fig.  11)  then  it  is  clear  that  it  is  possible  to  ensure  needed 
accuracy  of  laser  radiation  frequency  tuning  by  this  device. 

Stable  mode-locking  regime  of  UF'.Fi  laser  (which  is  due  to  technical  requirements  to  the 
laser)  with  resonator  shown  in  Fig.  1 1  can  be  achieved  if  distance  between  mirrors  1  and  3  and 
distance  between  3  and  7  are  equal  each  other.  If  the  grating  has  a  capability  of  moving  along  the 
incident  beam  then  these  distances  can  be  made  equal  each  other.  The  possibility  of  displacement 
of  grating  should  be  taken  into  account  in  the  laser  construction. 

For  stable  operation  of  the  laser  it  is  necessary  to  have  some  feedback  to  align  the  laser 
output  radiation  frequency.  It  can  be  done  by  different  ways.  One  is  implementation  of  external 
reference  Fabry-Perot  interferometer  when  deviation  of  frequency  is  converted  into  electrical 
signal  proportional  to  frequency  shift  and  this  signal  is  used  to  monitor  rotation  of  the  optical 
wedges  to  change  generation  frequency.  This  feedback  can  ensure  automatic  control  of  a  LiF:F2 
laser  frequency  generation. 

4.  Continuous  wave  LiF:F2  -  laser  with  narrow  spectrum  width. 

The  main  idea  of  spectral  selection  described  above  was  tested  experimentally.  LiF:F2  laser 
resonator  scheme  is  presented  in  Fig.  12.  Numbers  from  1  to  8  denote  the  laser  resonator  parts, 
and  9  -  12  are  parts  of  spectrum  registration  scheme.  1  is  rear  resonator  mirror;  transmission  at 
1.064  pm  is  70%,  reflectivity  at  1.178  pm  -  98%,  radius  of  curvature  6.5  cm,  1.064  pm  pump 

radiation  is  passing  through  this  mirror;  2  is  rotating  LiF;F2  colour  centres  active  element,  length 
28  mm,  and  weak  field  transmission  at  1.064  pm  50%;  3  is  lens  with  focal  length  20  cm;  4  is  flat 
mirror  with  reflectivity  at  1.15  - 1.178  pm  66%.  Parts  1-4  themselves  form  the  additional 
LiF:F2  laser  resonator.  All  experiments  were  done  at  pump  power  that  exceeded  threshold  for 
this  resonator.  5  is  flat  mirror  with  reflectivity  at  1.15  - 1.178  pm  30%;  6,  and  7  are  lenses  of 
telescope  with  magnification  5*;  8  is  grating  with  300  grooves  per  mm.  Distances  are  L(1  -2)=5 
cm,  L(1  -  3)=33  cm,  L(1  -  4)=110  cm,  L(4  -  5)=24  cm,  L(4  -  6)=40  cm,  L(4  -  7)=88  cm,  L(4  - 


10 


9)=91  cm.  We  made  1-4  resonator  length  shorter  than  in  previous  case  (see  Fig.  4)  because 
mechanical  stability  for  this  resonator  was  higher.  Parts  of  spectrum  registration  scheme  are  9  - 
Fabry-Perot  illuminating  lens  f=5  cm;  10  -  Fabry-Perot  interferometer  with  base  8  mm;  11  - 
objective  with  focal  length  f=l6  cm;  12  -  CCD  -  camera. 

It  was  tested  experimentally  that  spectrum  of  radiation  that  is  passed  through  mirror  4  and 
reflected  by  mirror  5  is  the  same  as  in  the  direction  showed  by  arrow.  In  the  last  case  registration 
is  easier  to  do  because  there  is  no  interference  from  pump  radiation.  And  one  more  remark 
concerning  the  experiment.  For  efficient  spectral  selection  it  is  important  to  align  distance 
between  lenses  of  telescope  6  and  7  to  have  flat  wave  front  of  radiation  incident  on  the  grating  8. 

In  Fig.  13  there  is  spectrum  of  cw  LiF:F’2  laser  radiation.  Estimated  from  Fig.  13  b  spectrum 
width  is  less  than  0.1  cm  '.  Stability  of  radiation  frequency  was  better  than  the  estimated 
spectrum  width  during  20  minutes  of  laser  work.  Weak  additional  peak  in  Fig.  13  b  is  probably 
due  to  a  reflection  from  some  internal  resonator  element  because  its  intensity  depends  on 
resonator  alignment.  Output  power  and  exact  wavelength  of  generation  were  not  measured. 

5.  Future  Directions 

Let  us  enumerate  here  the  ways  to  improve  the  LiF;F2  laser  performance. 

1.  Perfection  of  the  spectral  selection  scheme. 

1.1.  Optimisation  of  its  mirrors  reflectivity  from  the  point  of  view  the  laser  efficiency  and 
spectral  selectivity; 

1.2.  Experimental  determination  of  parameters  spectral  selection  elements  (telescope, 
grating,  and  optical  wedges)  to  have  needed  spectral  purity  of  the  laser  radiation; 

1.3.  Development  of  electronic  and  optical  parts  of  the  scheme  to  monitor  wavelength  of 
radiation; 

1.4.  Development  of  stable  mechanical  construction  of  the  laser. 

2.  Rising  of  output  power  of  the  LiF:F2  laser.  To  have  higher  output  power  in  our  laser  the 
only  is  necessary  to  rise  pump  power.  Estimations  show  that  there  are  no  principal  limits  from 
the  point  of  view  heat  removing  from  rotating  LiF  active  element  at  least  up  to  1  kW  of  heat 
power  dissipating  in  the  crystal.  The  only  is  necessary  to  choose  appropriate  dimensions  of  LiF 
and  rotation  speed. 

It  is  possible  to  use  experimental  data  presented  in  Fig.  6  to  evaluate  output  power  of  LiF:F2 
laser  at  high  pump  power.  In  Fig.  14  there  is  estimation  dependence  of  output  power  as  function 

pump  power  of  cw  LiF:F2  laser  at  conditions  of  the  experiment  (see  Fig.  6)  except  for  output 
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mirror  reflectivity  which  is  assumed  30%.  From  Fig.  14  one  can  see  that  at  pump  power  200  W  it 
is  possible  to  expect  output  power  about  50  W. 

3.  Implementation  of  laser  diodes  as  pump  source  for  the  LiF:F2  laser.  Choosing  of  pumping 

radiation  wavelength  at  peak  of  absorption  F2  cc  gives  the  possibility  to  have  length  of  the  LiF 
crystal  smaller  at  the  same  concentration  of  the  cc,  and  to  have  lower  level  of  passive  losses  at 
wavelength  of  generation  which  in  turn  leads  to  higher  efficiency  of  laser  generation. 


6.  Conclusion 

Construction  of  rotating  LiF  active  element  was  developed.  Mechanical  parts  of  the 
construction  were  manufactured  and  device  was  put  into  operation. 

Continuos  wave  operation  of  a  LiF:  F2  laser  with  rotating  active  element  was  obtained. 
Output  power  was  270  mW  at  pump  power  9  W.  Wavelength  of  generation  was  1.15  pm. 

Spectral  characteristics  of  a  Fabry-Perot  interferometer  with  grating  as  one  of  its  mirror  were 
discussed.  Results  of  calculation  were  presented  for  particular  parameters  of  the  interferometer. 

It  was  suggested  to  use  Fabry-Perot  interferometer  with  grating  as  output  mirror  of  a  tuned 

LiF:F2  laser.  The  main  advantage  of  the  interferometer  is  a  possibility  to  implement  it  in  the 
lasers  with  low  gain  that  are  sensitive  to  internal  resonator  losses.  At  the  same  time  spectral 
selectivity  of  the  interferometer  can  be  made  as  good  as  it  is  necessary  to  meet  the  requirements 
to  spectral  purity. 

The  scheme  of  a  LiF:F2  laser  with  special  parameters  of  reflection  coefficients  of  mirrors 
and  grating  was  suggested. 

The  problem  of  fine  frequency  tuning  was  discussed  and  it  was  suggested  to  use  two  optical 
wedges  for  this  purpose. 

Suggested  scheme  of  spectral  selection  was  realised  experimentally.  It  was  obtained  spectral 
width  of  radiation  less  than  0.1  cm  '.  Frequency  stability  of  radiation  was  better  than  0.1  cm"' 
during  20  minutes  of  work.  This  experimental  data  show  that  the  scheme  of  spectral  selection  is 
workable  in  principal. 

Some  questions  that  are  concerned  with  further  improvement  of  LiF:F2  laser  performance 
are  enumerated.  Among  them  are  spectral  selection  and  output  radiation  frequency  monitoring, 
high  output  power,  and  pumping  with  laser  diodes. 
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Fig.  1.  Draft  of  LiF  crystal  active  element.  Dimensions:  0J=15  ( ±0.2)  mm,  0D=5O  ( ±0.2)  mm 

Z=28  mm. 


Fig.  2.  Layout  of  LiF  rotation  scheme.  Steel  axis  is  resting  and  all  other  parts  are  rotating  in  ball 

bearings. 
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Fig.  3.  Kinematic  scheme  of  LiF  rotation. 
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Fig.  4.  Layout  of  LiF:F2  laser  resonator. 
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f=5  cm 
“ '  /=-5  cm 


Fig.  5.  TEMoo  -  mode  diameter  {Aw)  as  function  of  co-ordinate  along  optical  axis  from  middle  of 
active  element  for  three  values  of  focal  lengths  of  thermal  lens.  Intensity  of  the  TEMoo  mode  is 

expf-lCr/w)^). 


Fig.  6.  Output  power  of  LiF:F2  -  laser  as  function  of  input  power;  circles  are  experimental 

points. 
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Fig.  7.  Scheme  of  Fabry-Perot  interferometer  with  grating. 


Fig.  8.  Reflectivity  coefficient  of  FPIG  as  function  of  frequency  v-Vo  at  maximum. 
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Fig.  9.  Effective  transmission  as  function  of  deviation  of  frequency  v-  Vq. 
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Fig.  10.  Relative  threshold  y{v)  as  function  wavelength:  a  -  without  interferometer  Fabry-Perot 

in  a  LiF:F2  laser  resonator,  b  -  with  Fabry-Perot  interferometer  in  the  resonator,  and  c  -  part  of 
curve  b  as  function  of  deviation  of  frequency  v-Vo  in  the  vicinity  of  Vo  . 
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Fig.  11.  Principal  optical  scheme  of  a  LiF.Fz  laser  resonator  with  spectral  selection. 


1  2  3  4  5  6  7  8 


! 

i 


Fig.  12.  Scheme  of  LiF:F2  cc  laser  with  narrow  spectrum  width. 
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Fig.  13.  Fabry-Perot  inteiferogram  of  cw  LiF:F2  laser  radiation:  a  -  rings  picture,  b  -  intensity 
distribution,  scanning  is  in  x  direction;  strip  scanning  y  width  of  is  11  pixels.  Fabry-Perot  base  is 

8  mm;  spectrum  width  is  less  than  0.1  cm'\ 


